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VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm Breath Test Instrument
w o | State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

Supervisor/Operator Performing the Verification Procedure; DataMaster cdm S/N l%O[ 3 3
) Name BKVH‘O %H?“M IDH HEU S Date [ /&{/08 -
A R
gency B\&%\(@v ad(%:f/ Tmi‘)% Phone # Q0 7- 78304 1R
Instrument Location G‘W&\ A_Ihﬂ - ﬁ oSv

Aloco SINX laZ/\(Q/Zl v Target Value ¢ 07’7 /I/iigh Pr@ssure (aeo -

B
_ 0’7 e
Alco Test Value Average ¢ g ! A—)q d
I Alco 2" Alco 2{7 f2fos
i M&g;w 7
Signature g
Q (OVER)

Under the Alaska Rules of Evidence, | certify that;

(Do Not write in the area below)
(a) 1am Jeanne Swartz, Forensic Scientist lil, Scientific Crime Detection Laboratory, State of
Alaska Department of Public Safety, and was, at the time of signing, the custodian of the records of
the aforementioned laboratory and the signature was made in my official capacity as Scientific
Director Designee of the State Breath Alcohol Testing Program.

(b) The verification of calibration for the above instrument has been received and reviewed.
Instrument operator, Brvan W Barlow ' whose name appears in my records, is qualified

to verify the calibration ui i€ avove msuument.

(c) This instrument is certified for evidentiary use and these records are being retained as original
documents in my custody.-

Signed and seéled,

~ 12/ fog

anne Swartz Date -
Scientific Director Designee
- State of Alaska -
State Breath Alcohol Testing Program
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VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm breath Test Fnstrument

State of Alaska

Scientific Crime Detection Labor atory - Statewide Breath Alcohol Program
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(CONTINUED FROM FRONT PAGE)

C TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST

RLASKR DEPORTHENT OF PUBLIC SAFETY
DATAHASTER c 130133,
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 OPERATOR’S HOVE:
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